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Viscous Phantom Materials

Shigao Chen
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In Vitro Liver Test
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µ1 = 0.8 kPa, µ2 = 0.8 Pa*s
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CIRS Phantoms
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CIRS phantom 2
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CIRS phantom 3

MRE group velocity: 1.47 m/s MRE group velocity: 1.80 m/s
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PVA Phantoms

• 12% PVA one freeze-thaw cycle:
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PVA After 4 Days

0 200 400 600 800
0

1

2

3

4

5

6

Frequency (Hz)

P
h

a
s
e

 v
e

lo
c
it
y
 (

m
/s

)

Day1 Day 4
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